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INTRODUCTION 

Most commonly-used electrical temperature sensors are dif- 
ficult to apply. For example, thermocouples have low output 
levels and require cold junction compensation. Thermistors 
are nonlinear. In addition, the outputs of these sensors are 
not linearly proportional to any temperature scale. Early 
monolithic sensors, such as the LM3911, LM134 and 
LM135, overcame many of these difficulties, but their out- 
puts are related to the Kelvin temperature scale rather than 
the more popular Celsius and Fahrenheit scales. Fortunate- 
ly, in 1983 two I.C.'s, the LM34 Precision Fahrenheit Tem- 
perature Sensor and the LM35 Precision Celsius Tempera- 
ture Sensor, were introduced. This application note will dis- 
cuss the LM34, but with the proper scaling factors can easi- 
ly be adapted to the LM35. 

The LM34 has an output of 10 mV/°F with a typical nonlin- 
earity of only +0.35°F over a -50 to +300°F temperature 
range, and is accurate to within ±0.4°F typically at room 
temperature (77°F). The LM34's low output impedance and 
linear output characteristic make interfacing with readout or 
control circuitry easy. An inherent strength of the LM34 over 
other currently available temperature sensors is that it is not 
as susceptible to large errors in its output from low level 
leakage currents. For instance, many monolithic tempera- 
ture sensors have an output of only 1 fi,A/°K. This leads to a 
1°K error for only 1 ji-Ampere of leakage current. On the 
other hand, the LM34 may be operated as a current mode 
device providing 20 fiA/°F of output current. The same 1 (j,A 
of leakage current will cause an error in the LM34's output 
of only 0.05°F (or 0.03°K after scaling). 
Low cost and high accuracy are maintained by performing 
trimming and calibration procedures at the wafer level. The 
device may be operated with either single or dual supplies. 
With less than 70 (j,A of current drain, the LM34 has very 
little self-heating (less than 0.2°F in still air), and comes in a 
TO-46 metal can package, a SO-8 small outline package 
and a TO-92 plastic package. 

FORERUNNERS TO THE LM34 

The making of a temperature sensor depends upon exploit- 
ing a property of some material which is a changing function 
of temperature. Preferably this function will be a linear func- 
tion for the temperature range of interest. The base-emitter 
voltage (Vbe) of a silicon NPN transistor has such a temper- 
ature dependence over small ranges of temperature. 
Unfortunately, the value of Vbe varies over a production 
range and thus the room temperature calibration error is not 
specified nor guaranteeable in production. Additionally, the 
temperature coefficient of about -2 mV/°C also has a toler- 
ance and spread in production. Furthermore, while the tem- 
po may appear linear over a narrow temperature, there is a 
definite nonlinearity as large as 3°C or 4°C over a full — 55°C 
to +150°C temperature range. 

Another approach has been developed where the differ- 
ence in the base-emitter voltage of two transistors operated 
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at different current densities is used as a measure of tem- 
perature. It can be shown that when two transistors, Q1 and 
Q2, are operated at different emitter current densities, the 
difference in their base-emitter voltages, AVbe, is 



AVbe - Vbei-Vbe2 ^ 



^ln<^ 
q Je2 



(1) 



where k is Boltzman's constant, q is the charge on an elec- 
tron, T is absolute temperature in degrees Kelvin and Jei 
and Je2 are the emitter current densities of Q1 and Q2 re- 
spectively. A circuit realizing this function is shown in Figure 
1. 
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FIGURE 1 

Equation 1 implies that as long as the ratio of Iei to Ie2 is 
held constant, then AVbe is a linear function of temperature 
(this is not exactly true over the whole temperature range, 
but a correction circuit for the nonlinearity of Vbei and Vbe2 
will be discussed later). The linearity of this AVbe with tem- 
perature is good enough that most of today's monolithic 
temperature sensors are based upon this principle. 
An early monolithic temperature sensor using the above 
principle is shown in Figure 2. This sensor outputs a voltage 
which is related to the absolute temperature scale by a fac- 
tor of 10 mV per degree Kelvin and is known as the LM135. 
The circuit has a AVbe of approximately 

(0.2 mV/°K) X (T) 
developed across resistor R. The amplifier acts as a servo 
to enforce this condition. The AVbe appearing across resis- 
tor R is then multiplied by the resistor string consisting of R 
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FIGURE 2 
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and the 26R and 23R resistors for an output voltage of 
(10 mV/°K) X (T). The resistor marl<ed 100R is used for 
offset trimming. This circuit has been very popular, but such 
Kelvin temperature sensors have the disadvantage of a 
large constant output voltage of 2.73V which must be sub- 
tracted for use as a Celsius-scaled temperature sensor. 
Various sensors have been developed with outputs which 
are proportional to the Celsius temperature scale, but are 
rather expensive and difficult to calibrate due to the large 
number of calibration steps which have to be performed. 
Gerard CM. MeijerW has developed a circuit which claims 
to be inherently calibrated if properly trimmed at any one 
temperature. The basic structure of Meijer's circuit is shown 
in Figure 3. The output current has a temperature coefficient 
of 1 |aA/°C. The circuit works as follows: a current which is 
proportional to absolute temperature, IpjAT. is generated by 
a current source. Then a current which is proportional to the 
Vgg drop of transistor Q4 is subtracted from IpjAT 'o get the 
output current, Iq. Transistor Q4 is biased by means of a 
PNP current mirror and transistor Q3, which is used as a 
feedback amplifier. In Meijer's paper it is claimed that the 
calibration procedure is straightforward and can be per- 
formed at any temperature by trimming resistor R4 to adjust 
the sensitivity, dIo/dT, and then trimming a resistor in the 
PTAT current source to give the correct value of output cur- 
rent for the temperature at which the calibration is being 
performed. 

Meijer's Celsius temperature sensor has problems due to its 
small output signal (i.e., the output may have errors caused 
by leakage currents). Another problem is the trim scheme 
requires the trimming of two resistors to a very high degree 
of accuracy. To overcome these problems the circuits of 
Figure 4 (an LM34 Fahrenheit temperature sensor) and Fig- 
ure 5 (an LM35 Celsius temperature sensor) have been de- 
veloped to have a simpler calibration procedure, an output 
voltage with a relatively large tempco, and a curvature com- 
pensation circuit to account for the non-linear characteris- 
tics of VgE versus temperature. Basically, what happens is 
transistors Q1 and Q2 develop a AVbe across resistor R1. 
This voltage is multiplied across resistor nR1. Thus at the 
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non-inverting input of amplifier A2 is a voltage two diode 
drops below the voltage across resistor nR1 . This voltage is 
then amplified by amplifier A2 to give an output proportional 
to whichever temperature scale is desired by a factor of 10 
mV per degree. 

CIRCUIT OPERATION 

Since the two circuits are very similar, only the LM34 Fahr- 
enheit temperature sensor will be discussed in greater de- 
tail. The circuit operates as follows: 
Transistor Q1 has 1 times the emitter area of transistor Q2, 
and therefore, one-tenth the current density. From Figure 4, 
it is seen that the difference in the current densities of Q1 
and Q2 will develop a voltage which is proportional to abso- 
lute temperature across resistor R^. At 77°F this voltage will 
be 60 mV. As in the Kelvin temperature sensor, an amplifier, 
A1 , is used to insure that this is the case by servoing the 
base of transistor Q1 to a voltage level, VpjAT. of AVbe x n. 
The value of n will be trimmed during calibration of the de- 
vice to give the correct output for any temperature. 
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FIGURE 4 
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For purposes of discussion, suppose that a value of Vpj^j 
equal to 1 .59V will give a correct output of 770 mV at 77°F. 
Then n will be equal to Vptat/AVbe or 1.59V/60 mV = 
26.5, and VpjAT will have a temperature coefficient (temp- 
co) of: 



nk h 
— In- ^ 
q I2 



5.3 mV/°C. 



Subtracting two diode drops of 581 mV (at 77°F) with temp- 
cos of -2.35 mV/°C each, will result in a voltage of 428 mV 
with a tempco of 10 mV/°C at the non-inverting input of 
amplifier A2. As shown, amplifier A2 has a gain of 1 .8 which 
provides the necessary conversion to 770 mV at 77°F 
(25°C). A further example would be if the temperature were 
32°F (0°C), then the voltage at the input of A2 would be 428 
mV-(10 mV/°C) (25°C) = 0.178, which would give Vqut = 
(0.1 78) (1 .8) = 320 mV— the correct value for this tempera- 
ture. 

EASY CALIBRATION PROCEDURE 

The circuit may be calibrated at any temperature by adjust- 
ing the value of the resistor ratio factor n. Note that the 
value of n is dependent on the actual value of the voltage 
drop from the two diodes since n is adjusted to give a cor- 
rect value of voltage at the output and not to a theoretical 
value for PTAT. The calibration procedure is easily carried 
out by opening or shorting the links of a quasi-binary trim 
network like the one shown in Figure 6. The links may be 
opened to add resistance by blowing an aluminum fuse, or a 
resistor may be shorted out of the circuit by carrying out a 
"zener-zap". The analysis in the next section shows that 
when the circuit is calibrated at a given temperature, then 
the circuit will be accurate for the full temperature range. 

1(1= 10,,A) 
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FIGURE 6 



How The Calibration Procedure Works 

Widlar(5) has shown that a good approximation for the base- 
emitter voltage of a transistor is: 



Vbe = Vqo 1 



Vbe. 



(1) 



nkT 

q 



'"(^) 



q ico 



(2) 



where T is the temperature in "Kelvin, Tq is a reference 
temperature, Vqo is the bandgap of silicon, typically 1 .22V, 
and Vijeo is the transistor's base-emitter voltage at the refer- 
ence temperature, Tq. The above equation can be re-written 
as 

Vbe ^ (sum of linear temp terms) 

+ (sum of non-linear temp terms) 
where the first two terms of equation 1 are linear and the 
last two terms are non-linear. The non-linear terms were 
shown by Widlar to be relatively small and thus will be con- 
sidered later. 

Let us define a base voltage, Vb, which is a linear function of 
temperature as: V^ = C^ • T. This voltage may be repre- 
sented by the circuit in Figure 1 . The emitter voltage is 
Vg = Vb — Vbe which becomes: 

Ve^C,T-Voo(l-^)-Vbeo(^ 

If Vg is defined as being equal to C2 at T = Tq, then the 
above equation may be solved for C^. Doing so gives: 

^ _ Vbeo + C2 



To 
Using this value for C^ in the equation for Vg gives: 

^T-To\ 



T 



Vgo 



(^) 



(3) 



(4) 



If Vg is differentiated with respect to temperature, T, equa- 
tion 4 becomes dVg/dT = (C2 + Vgo)/To. 
This equation shows that if Vb is adjusted at Tq to give Vg = 
C2, then the rate of change of Vg with respect to tempera- 
ture will be a constant, independent of the value of V^, the 
transistor's beta or Vbe- 
To proceed, consider the case where Vg = C2 = at Tq = 

0"C. Then ^ = ^^ = 4.47 ^iV/'C. 
dT 273.7 

Therefore, if Vg is trimmed to be equal to (4.47 mV) T (in °C) 
for each degree of displacement from 0°C, then the trim- 
ming can be done at ambient temperatures. 
In practice, the two non-linear terms in equation 1 are found 
to be quadratic for positive temperatures. Tsividis(s) showed 
that the bandgap voltage, Vq, is not linear with respect to 
temperature and causes nonlinear terms which become sig- 
nificant for negative temperatures (below 0°C). The sum of 
these errors causes an error term which has an approxi- 
mately square-law characteristic and is thus compensated 
by the curvature compensation circuit of Figure 7. 
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FIGURE 7 



A UNIQUE COMPENSATION CIRCUIT 

As mentioned earlier, the base-emitter voltage, Vbe, is not a 
linear function with respect to temperature. In practice, the 
nonlinearity of this function may be approximated as having 
a square-law characteristic. Therefore, the inherent non-lin- 
earity of the transistor and diode may be corrected by intro- 
ducing a current with a square-law characteristic Into the 
indicated node of Figure 4. Here's how the circuit of Figure 
7 works: transistors Q1 and Q2 are used to establish cur- 
rents in the other three transistors. The current through Q1 
and Q2 Is linearly proportional to absolute temperature, Ip. 
TAT. as is the current through transistor Q5 and resistor Rg. 
The current through resistor Ra is a decreasing function of 
temperature since it is proportional to the Vg^ of transistor 
Q4. The emitter current of Q3 is equal to the sum of the 
current through Q5 and the current through Ra, and thus 
Q3's collector current Is a constant with respect to tempera- 
ture. The current through transistor Q4, Ic4, will be used to 
compensate for the Vbe nonlineahties and is found with the 
use of the following equation: 



I I 



qVBE4 
KT 



qVBE4 
KT 



Ic4= IsVe '^' -1/ ssige 
where Vbe4 = Vbei + Vbe2 - Vbe3- 
From the above logarithmic relationship, it is apparent that 
Iq4 becomes 

, _ IC1 IC2 _ IPTAT^ 

IC4 - — j - ; ■ 

IC3 ICONST 

Thus, a current which has a square law characteristic and Is 
PTAT2, is generated for use as a means of curvature cor- 
rection. 

PROCESSING AND LAYOUT 

The sensor is constructed using conventional bipolar epitax- 
ial linear processing. SiCr thin-film resistors are used in 
place of their diffused counterparts as a result of their better 
tempco matching, an important consideration for resistors 
which must track over temperature. Such resistors Include 
R1 and nR1 of the bandgap circuit. 
Another point of interest In the construction of the device 
centers around transistors Q1 and Q2 of Figure 4. In order 
for the circuit to retain its accuracy over temperature, the 
leakage currents of each transistor, which can become 
quite significant at high temperatures, must be equal so that 
their effects will cancel one another. If the geometries of the 
two transistors were equivalent, then their leakage currents 
would be also, but since Q1 has ten times the emitter area 
of Q2, the accuracy of the device could suffer. To correct 
the problem, the circuit Is built with Q1 and Q2 each re- 
placed by a transistor group consisting of both Q1 and Q2. 
These transistor groups have equivalent geometries so that 
their leakage currents will cancel, but only one transistor of 
each group, representing Q1 in one group and Q2 In the 
other pair is used in the temperature sensing circuit. A cir- 
cuit diagram demonstrating this idea Is shown in Figure 8. 

USING THE LM34 

The LM34 is a versatile device which may be used for a 
wide variety of applications, including oven controllers and 
remote temperature sensing. The device is easy to use 
(there are only three terminals) and will be within 0.02°F of a 
surface to which it is either glued or cemented. The TO-46 
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package allows the user to solder the sensor to a metal 
surface, but In doing so, the GND pin will be at the same 
potential as that metal. For applications where a steady 
reading Is desired despite small changes In temperature, the 
user can solder the TO-46 package to a thermal mass. Con- 
versely, the thermal time constant may be decreased to 
speed up response time by soldering the sensor to a small 
heat fin. 

FAHRENHEIT TEMPERATURE SENSORS 

As mentioned earlier, the LM34 Is easy to use and may be 
operated with either single or dual supplies. Figure 9a 
shows a simple Fahrenheit temperature sensor using a sin- 
gle supply. The output in this configuration is limited to posi- 
tive temperatures. The sensor can be used with a single 
supply over the full -50°F to -l-300°F temperature range, 
as seen in Figure 9b, simply by adding a resistor from the 
output pin to ground, connecting two diodes In series be- 
tween the GND pin and the circuit ground, and taking a 
differential reading. This allows the LM34 to sink the neces- 
sary current required for negative temperatures. If dual sup- 
plies are available, the sensor may be used over the full 
temperature range by merely adding a pull-down resistor 
from the output to the negative supply as shown in Figure 
9c. The value of this resistor should be |-Vs|/50 (j,A. 

For applications where the sensor has to be located quite a 
distance from the readout circuitry. It Is often expensive and 
inconvenient to use the standard 3-wire connection. To 
overcome this problem, the LM34 may be connected as a 
two-wire remote temperature sensor. Two circuits to do this 
are shown in Figure 10a and Figure 10b. When connected 
as a remote temperature sensor, the LM34 may be thought 
of as a temperature-dependent current source. In both con- 
figurations the current has both a relatively large value, 
(20 fik/'F) X (Ta + 3°F), 

and less offset when compared to other sensors. In fact, the 
current per degree Fahrenheit Is large enough to make the 
output relatively Immune to leakage currents In the wiring. 

TEMPERATURE TO DIGITAL CONVERTERS 

For Interfacing with digital systems, the output of the LM34 
may be sent through an analog to digital converter (ADC) to 
provide either serial or parallel data outputs as shown In 
Figure 1 1 and Figure 12. Both circuits have a to + 1 28°F 
scale. The scales are set by adjusting an external voltage 
reference to each ADC so that the full 8 bits of resolution 
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Temperature Sensor, Single Supply, 
-50° to +300°F 
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Full-Range Fahrenheit Temperature Sensor 
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Two-Wire Remote Temperature Sensor 
(Grounded Sensor) 
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FIGURE 10a 



FIGURE 10b 



Temperature-to-Digital Converter (Serial Output, + 128°F Full Scale) 
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Temperature-to-Digital Converter 
(Parallel TRI-STATE® Outputs for Standard Data Bus to ;u.P Interface, 128°F Full Scale) 
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FIGURE 12 

LM34 with Voltage-to-Frequency Converter and Isolated Output 
(3°F to + 300°F; 30 Hz to 3000 Hz) 




TL/H/9051-16 



FIGURE 13 
Bar-Graph Temperature Display (Dot Mode) 
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will be applied over a reduced analog input range. The serial 
output ADC uses an LM385 micropower voltage reference 
diode to set its scale adjust (Vref Pin) to 1 .28V, while the 
parallel output ADC uses half of an LM358 low power dual 
op amp configured as a voltage follower to set its VpEp/2 
pin to 0.64V. Both circuits are operated with standard 5V 
supplies. 

TEMPERATURE-TO-FREQUENCY CONVERTER FOR 
REMOTE SENSING 

If a frequency proportional to temperature is needed, then 
the LM34 can be used in conjunction with an LM131 volt- 
age-to-frequency converter to perform the desired conver- 
sion from temperature to frequency. A relatively simple cir- 
cuit which performs over a +3°F to +300°F temperature 
range is shown in Figure 13. The output frequency of this 
circuit can be found from the equation: 

where resistor Rs is used to adjust the gain of the LM 1 31 . If 
Rs is set to approximately 1 4.2 kfl, the output frequency will 
have a gain of 10 Hz/°F. Isolation from high common mode 
levels is provided by channeling the frequency through a 
photoisolator. This circuit is also useful for sending tempera- 
ture information across long transmission lines where it can 
be decoded at the receiving station. 

LED DISPLAY FOR EASY TEMPERATURE READING 

It is often beneficial to use an array of LED's for displaying 
temperature. This application may be handled by combining 
the LM34 with an LM3914 dot/display driver. The tempera- 
ture may then be displayed as either a bar of illuminated 
LED's or as a single LED by simply flipping a switch. A wide 
range of temperatures may be displayed at once by cascad- 
ing several LM3914's as shown in Figure 14. 



Without going into how the LM3914 drivers function internal- 
ly, the values for V/\, Vb, and Vc can be determined as 
follows: 

Vft is the voltage appearing at the output pin of the LM34. It 
consists of two components, 0.085V and (40 mV/°F) (Ta). 
The first term is due to the LM34's bias current (approxi- 
mately 70 jaA) flowing through the 1 Wil resistor in series 
with Ra. The second term is a result of the multiplication of 
the LM34's output by the resistive sthng composed of R-|, 
Rg, and Ra, where Ra is set for a gain factor of 4 (i.e.; 
40 mV/°F). 

Vb represents the highest temperature to be displayed and 
is given by the equation Vb = 0.085V + (40 mV/°F) 
(Thigh). Foi' the circuit in Figure 14, Vb = 0.085V + 
(40 mV/°F) (86°F) = 3.525V. 

Vc represents the lowest temperature to be displayed minus 
1°F. That is, Vc = 0.085V + (Tlow -1°F) (40 mV/°F) 
which in this case becomes Vc = 0.085V -I- (67°F -rF) 
(40 mV/°F) = 2.725V. 

With a few external parts, the circuit can change from dot to 
bar mode or flash a bar of LED's when the temperature 
sensed reaches a selected limit (see LM3914 data sheet). 

INDOOR/OUTDOOR THERMOMETER 

An indoor/outdoor thermometer capable of displaying tem- 
peratures all the way down to — 50°F is shown in Figure 15. 
Two sensor outputs are multiplexed through a CD4066 quad 
bilateral switch and then displayed one at a time on a DVM 
such as Texmate's PM-35X. The LMC555 timer is run as an 
astable multivibrator at 0.2 Hz so that each temperature 
reading will be displayed for approximately 2.5 seconds. 
The RC filter on the sensors outputs are to compensate for 
the capacitive loading of the cable. An LMC7660 can be 
used to provide the negative supply voltage for the circuit. 
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FIGURE 15 



TEMPERATURE CONTROLLER 

A proportional temperature controller can be made with an 
LIVI34 and a few additional parts. The complete circuit is 
shown in Figure 16. Here, an LM10 serves as both a tem- 
perature setting device and as a driver for the heating unit 
(an LM395 power transistor). The optional lamp, driven by 
an LP395 Transistor, is for indicating whether or not power 
is being applied to the heater. 

When a change in temperature is desired, the user merely 
adjusts a reference setting pot and the circuit will smoothly 
make the temperature transition with a minimum of over- 
shoot or ringing. The circuit is calibrated by adjusting R2, R3 
and C2 for minimum overshoot. Capacitor C2 eliminates DC 
offset errors. Then R1 and C1 are added to improve loop 



stability about the set point. For optimum performance, the 
temperature sensor should be located as close as possible 
to the heater to minimize the time lag between the heater 
application and sensing. Long term stability and repeatabili- 
ty are better than 0.5°F. 

DIFFERENTIAL THERMOMETER 

The differential thermometer shown in Figure 17 produces 
an output voltage which is proportional to the temperature 
difference between two sensors. This is accomplished by 
using a difference amplifier to subtract the sensor outputs 
from one another and then multiplying the difference by a 
factor of ten to provide a single-ended output of 100 mV per 
degree of differential temperature. 
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FIGURE 16 




100mV/°C 



TL/H/9051-20 



FIGURE 17 
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FIGURE 18 



TEMPERATURE SCANNER 

In some applications it is important to monitor several tem- 
peratures periodically, rather than continuously. The circuit 
shown in Figure 18 does this with the aid of an LM604 Mux 
Amp. Each channel is multiplexed to the output according to 
the AB channel select. The CD4060 ripple binary counter 
has an on-board oscillator for continuous updating of the 
channel selects. 

CONCLUSION 

As can be seen, the LM34 and LM35 are easy-to-use tem- 
perature sensors with excellent linearity. These sensors can 
be used with minimal external circuitry for a wide variety of 
applications and do not require any elaborate scaling 
schemes nor offset voltage subtraction to reproduce the 
Fahrenheit and Celsius temperature scales respectively. 
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failure to perform, when properly used In accordance support device or system, or to affect Its safety or 

with Instructions for use provided in the labeling, can effectiveness, 
be reasonably expected to result In a significant Injury 
to the user. 
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